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Introduction
Femoral neck fractures (FNFs) in the nonelderly population are uncommon which often result from high-energy trauma. Anatomic reduction and stable internal fixation of the femoral neck (FN) are accepted widely in an attempt to salvage the femoral head [1] . And it is the primary goal of treatment to restore the patients' normal functional mobility [2] .
Multiple cannulated cancellous screws are used widely due to the advantages including less tissue invasive, less blood loss, and shorter operation time which made it a very common choice for surgeons to treat with FNF [3] . Moreover, the configuration of three parallel partially thread screws (PTSs) can be utilized to compress the fracture fragments and eliminate a potential fracture gap which can enhance fracture healing [4] [5] [6] [7] . The use of multiple compressive screws has been advocated for Garden types 1 and 2 to promote healing [1, 8] . In the displaced FNF, however, the rate of fixation failure and femoral neck shortening increased significantly when fixed with this sliding compression device; and severe shortening had adverse effect on the functional outcome [9, 10] . Most displaced fractures (Gardens 3 and 4) are associated with posterior comminution of the femoral neck [11] . Further, Scheck early emphasized the significance of posterior comminution in femoral neck and thought it as a cause of unstable fixation [12, 13] . A literature suggested that a displaced femoral neck fracture with disrupted posterior cortex increases the risk of shortening and replacement significantly compared with the fracture with integrity of posterior cortex [14] .
In view of the unstable essence of the displaced FNF with comminuted posteromedial cortex, the traditional configuration of three parallel compression screws is consistently under debate. On the premise of less invasive, we tried to introduce the fully thread screws (FTSs), which functioned as position 2 BioMed Research International screws, to rebuild the posteromedial buttressing effect and improve the biomechanical properties of CSs fixation. In the present biomechanical study, we hypothesize that the improved configuration of cannulated screws could increase biomechanical strength and decrease the displacement when the posteromedial cortex was comminuted.
Materials and Methods

Groups of Specimens.
A total of 24 left artificial femurs (SYNBONE, Switzerland) were randomly divided into three groups ( Figure 1 ). Group A consisted of 8 femoral neck fractures with intact posteromedial cortex fixed by three PTSs (7.3-mm cannulated screws, DePuy Synthes, Warsaw, Indiana, USA) forming standard triangle; Group B was made up of 8 specimens with comminuted posteromedial cortex treated with three parallel PTSs; Group C comprised 8 femurs with comminution of posteromedial cortex stabilized by one PTS plus two inferior parallel FTSs ( Acutrak 6/7, Acumed, Hillsboro, Oregon, USA).
Preparation of Specimens.
To ensure consistency of all specimens, we designed a mold with 3D printing technology which mainly consisted of two modules: the main module, functioning as the pedestal and the guiding route of sawing, and the assembled module which guided the insertion of pin ( Figure 2 ). After being placed on the main module, the femur was firstly removed from the distal third part for the better fixation. Then the osteotomy was made in the center of the neck at a 20 ∘ angle with respect to the shaft axis to simulate a Pauwels type III fracture. In groups B and C, the creation of the comminution of femoral neck posteromedial cortex was by removing two wedges: one distal wedge, cut at a 30 ∘ angle, and another posterior wedge, cut at a 15 ∘ angle, with respect to the initial osteotomy which is similar to the protocol of Windolf [15] . Subsequently, the assembled module was adhered to the main module. The first guide pin was inserted beneath the femoral neck superior cortex through the designed hole; the second was placed near anteroinferior cortex and the third one along the posteroinferior cortex; and these guide pins formed the configuration of standard triangle. The accurate placement of 3 parallel guide pins was validated through the fixed insert holes. The predrilling through guide pin was finished after removing the assembled module, and three cannulated screws were inserted in the previous order.
Biomechanical Testing.
Biomechanical testing was performed on an Instron test system (Instron, Norwood, MA, USA) which included a base, a pressure applicator, and a data analyzer. The loading protocol consisted of several parts. Firstly, to simulate the bending force when rising from the chair or climbing stairs, each specimen was stabilized in a custom-made jig distally and maintained the femoral shaft perpendicular to the load vector [16] . The specimen was preloaded to 10N at the speed of 2mm/min. Then, the load rose to 400N at the same speed and the anterior-posterior (A-P) stiffness was recorded. Secondly, the specimen was fixed in 16
∘ adduction of the femoral shaft which was in accordance with the hip contact forces measured in vivo [17] . The distal part of femoral shaft was potted into the mental holder with dental powder. Each femur was preloaded to 10N at the above speed; next, the speed was maintained and the axial stiffness and the load to failure were calculated. Meanwhile, the length of displacement was recorded through two magnets separately adhered to the femoral head and proximal femur (Figure 3 ). Failure was defined as a marked decrease in the applied load value or osteotomy displacement greater than 10mm or catastrophic failure occurred.
Statistical Analysis.
The recorded dates were analyzed with the use of SPSS software (SPSS version 20; SPSS Inc., Chicago, IL, USA). Normal distribution and homogeneity of variance were screened with Shapiro-Wilk and Levene's tests, respectively. One-way variance analysis and LSD (leastsignificant difference) post hoc test were performed for group comparisons. The level of significance was determined to be p<0.05.
Results
All results were showed as mean± standard deviation in Table 1 . When the posteromedial cortex was disrupted, a significant decrease was showed in A-P and axial stiffness and load to failure, and higher axial displacement was showed (p≤0.001 for all) between groups A and B. When the two inferior PTSs were replaced by two FTSs in group C, A-P and axial stiffness and load to failure increased significantly (p≤0.001 for all). Meanwhile, axial displacement was reduced significantly. A-P and axial stiffness and load to failure showed no statistical difference comparing group A with group C; however, higher axial displacement was found in group C. The differences between two groups were entirely showed in Table 2 and Figure 4. 
Discussion
In the present study, we verified that the integrity of posteromedial cortex of FN played an important role in the biomechanical fixation strength. The disruption or comminution of posteromedial cortex resulted in the significant decrease of A-P and axial stiffness, load to failure, and significantly higher axial displacement. Kauffman concluded that the femoral neck fracture with a posterior defect exhibited greater displacement in anterior loading and showed lower axial loads to failure [18] . These conclusions were comparable to ours. The sliding compression device allowed the controlled fracture impaction across parallel placed screws to eliminate the fracture gap and increase the stability of fracture which was favorable to the fracture union [7, 19] . Nevertheless, the "controlled" impaction would be out of control and the ultimate stability was hardly achieved by sliding pressure when the posteromedial buttressing effect was lost. Some authors have regarded posteromedial femoral neck comminution as an important determinant of the fracture stability [12, 20] . Furthermore, a rate ranging from 22% to 67% in displaced fracture with the disrupted posterior cortex of FN had been reported in some literatures [12, 13, 21, 22] . Hence, we hoped to utilize the FTSs to strengthen the traditional configuration of CSs.
In our previous study, we tried to treat the vertical femoral neck fracture with the modified configurations of CSs and the improved biomechanical and clinical outcomes verified the superior biomechanical strength to resist the shearing force and to support the femoral head fragment [23] . Hence, we hypothesized that two inferior FTSs could also be used to rebuild the lost posteromedial buttressing effect. The distal thread of FTS could grasp the lateral cortical bone as firmly as the lock-screw locked the plate. Some authors had demonstrated that the addition of a lateral locking providing angular stability of the screws may improve fracture stability and increase the resistance to shear forces in the treatment of Pauwels III fractures; the basic principle may be that they reduced the micromotion around the fracture site [24, 25] . Kuan et al. also concluded that a construct of adding a cerclage wire in combination with triangle triple cannulated screws, which greatly reduced the micromotion between the screws, can improve the biomechanical performance. The modified configuration of CSs in our study could attain the similar effect and the micromotion among the screws could be reduced due to the lock between FTSs and the lateral cortex. Schaefer et al. replaced the PTS at the 2 o' clock position with the FTS and suggested that the new construct improved the bending (A-P) stiffness and reduced the collapse of the fracture; but it was unable to increase the axial stiffness (1418±88 vs. 1479±155N/mm, p=0.3) [26] . However, a significantly higher axial stiffness in group C was showed in the present study compared with group B. The main reason could be the different methods of osteotomy.
Considering the limited compression of FTSs, we firstly placed a PTS for better compression and enforced the friction between the two fracture planes; then two inferior FTSs were placed to buttress the femoral head fragment and maintain the form of proximal femur. The biomechanical improvement was showed in our new fixation of CSs for the treatment of FN with comminuted posteromedial cortex ( Figure 5 ). Besides the nonunion and AVN, the severe shortening of FN would be another problem facing the orthopedic surgeons. Several studies have demonstrated that the shortening of FN greater than 5mm has a negative effect on the quality of life [9, 10, 27] . In a multicentre study without the limitation of age, Zlowodzki et al. found that 30% of the fracture healed with >10mm of shortening and the rate was up to 52% in the displaced fracture treated by multiple cannulated screws [9] . Even in the young patients who mostly had a higher bone density, 21.4% of unstable FNFs experienced severe shortening (>10mm) [10] . Weil et al. had introduced the FTS to stabilize the femoral neck fracture, most of which belong to stable fracture pattern (Garden I or II) and concluded that FTSs could reduce the displacement radiographically [28] . Although the two inferior FTSs could not resist the axial displacement as firmly as the intact femoral neck cortex, the lower axial displacement was showed, compared with fixation of three PTSs.
One of the strengths in the present study is that we designed a 3D mold providing a reference system and all osteotomies and fixations were conducted under this system to minimize the operation error. Nevertheless, some limitations need to be mentioned. Firstly, the small number of samples tested would restrict the conclusion. Secondly, the use of composite bones only accounts for the young patients with good bone quality. But, for the elderly with Garden type III or IV fractures characterized by low bone mineral density, arthroplasty was preferred by most surgeons [29] . Lastly, the length of screws, which we failed to consider when purchasing, might affect the result.
Conclusions
It is not an advisable choice of traditional fixation of CSs, as three parallel PTSs, for the stabilization of the unstable FN with comminuted posteromedial cortex. The rebuilding of medial buttress with two inferior FTSs could increase the biomechanical strength and reduce the displacement. By comparison with traditional CSs fixation, three parallel PTSs, characterized by sliding compression, the modified fixation of CSs may be preferred to the treatment of unstable femoral neck fracture with comminuted posteromedial cortex.
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